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Identifier 1 Identifier 2 Comment Preparation Method 

KORN-11 ck std 04-18-2012 3v_co2.met 

lnfomation Gas Configuration 

Peak Center found at [1993] Gas C02 

Background: 0.73 mV, 1.12 mV, 1.49 mV Magnet [Steps] 10446 

Pressure Adjustment: Left: 3002.0 Right: 3004.6 ( Manual P Cups 3,4,5 

Masses 44.0,45.0,46.0 

Ref. Name: d 13C/12C vs. d 180/160 vs. 
WKS-2-3 -43.760 VPDB -21.530 VPDB 
0 

H aw uata 
lnt.44 I nt.44 rR rR rd rd d d d 13C/12C d 
SamplE Standar 45C02/44C 46C02/44CC 45C02/44 46C02/4LI 45C02/44CC 46C02/44CC [per mil] 180/160 

[per mil] [per mil] [per mil] vs. [per mil] vs. vs. VPDB [per mil] 
[mV] [mV] vs. vs. VPDB VPDB vs. VPDB 

WKS-2-3 WKS-2-3 

Pn 3016.36 

1 2991.3 3013.13 1.1788666 1.3975818 32.878 21.514 -10.028 -0.554 -10.741 -0.531 

2 2989.6 3009.77 1.1788763 1.3975857 32.864 21.503 -10.040 -0.564 -10.754 -0.541 

3 2988.0 3008.72 1.1788939 1.3976520 32.877 21.562 -10.028 -0.506 -10.743 -0.483 

4 2985.9 3005.16 1.1789016 1.3976760 32.891 21.597 -10.015 -0.472 -10.730 -0.449 

5 2984.3 3003.00 1.1788800 1.3975876 32.875 21.508 -10.030 -0.559 -10.743 -0.536 

6 2981.9 3000.17 1.1789154 1.3975964 32.904 21.497 -10.002 -0.570 -10.713 -0.547 

Evaluated Data 

Mean Std.Dev. ST. Error Atom% Outlier 

d 45C02/44C02 [per mil] vs. VPDB -10.025 0.007 0.003 2 

d 46C02/44C02 [per mil] vs. VPDB -0.551 0.026 0.011 1 

d 13C/12C [per mil] vs. VPDB -10.739 0.006 0.003 2 

d 180/160 [per mil] vs. VPDB -0.527 0.026 0.011 1.093914 1 

d 170/160 vs. 11.019 0.013 0.006 0.206185 1 
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